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DOCUMENT OF CERTIFICATION

Based upon the data below, W.S. Tyler CERTIFIES that this sieve meets the requirements set forth by ASTM in Standard
Specification for Woven Wire Test Sieve Cloth and Test Sicves Designation: E11-09, for Calibration Test Sieves. (.S,

Tyler Equivalent — Certified PLUS Test Sieve)

The data for this sieve was derived using a View Voyager 1212 optical imaging device, following internal work instruction
# WI-750-006. The View -Voyager 1212 machine, serial # 0361 was last calibrated on 9/22/2011 with calibration due on
10/01/2012. This optical calibration was performed using calibration standard, serial number: 91284 and is traceable to

N.LS.T by file No. 821/272649-06

E/ New certification O Re-certification

Wire Diameter

E/‘Sicve Visually Inspected

O Sieve cleaned

Opening Size

Y Wire Histogram Y Opening Histogram

1504 47
Sample Size 160 I Sample Size 160
Upper Spec  0.23000 i | Upper Spec  0.31150 35
Lower Spec  0.17000 Lower Spec  0.28850
Nominal 0.20000 - | Nominal 0.30000 2a
Stan. Dev. 0.0009979 o J [ Stan. Dev. 0.0033041 =
Max. Value  0.21665 n Max. Value  0.30872
Min Value 0.20374 ¢y | — ; Min Value 0.28942 B Ty Frt v
Range 0.01291 orrens o 02 Range 0.01931 ’ ‘
Mean 0.20458 Calibration Date: 8/1/2012 Mean 0.29934 Calibration Date: 8/1/2012

Serial #: 3456789 Serial #: 3456789
Sieve Mesh: 50 Sieve Mesh: 50
X Wire Histogram X Opening Histogram

58 i 35 |
Sample Size 160 I Sample Size 160 ; ]
Upper Spec  0.23000 4 | Upper Spec  0.31150 26 | |
Lower Spec  0.17000 Lower Spec  0.28850 | i
Nominal  0.20000 2 | Nominal  0.30000 1 | |

|

Stan. Dev.  0.0004643 15 | Stan. Dev.  0.0027977 | |
Max. Value  0.19840 Max. Value  0.31042 i
Min Value 0.19558 R - ' } ; Min Value 0.29833 9 TS 7Y — }
Range 0.00282 R B R Range 0.01209 e
Mean 0.19684 Calibration Date: 8/1/2012 Mean 0.30416 Calibration Date: 8/1/2012

Serial #: 3456789
Sieve Mesh: 50

Serial #: 3456789
Sieve Mesh: 50
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